The blood pipette shaking machine previously reported (Parry and Simmonds, 1950) has been modified to incorporate various improvements. In the new machine (1) the pipettes lie in the same plane and there is greater ease of insertion. (2) 
more exactly the motion imparted to pipettes in the hand shaking method. The speed of tilt is 30 per minute; the pipettes reciprocate three times to each direction of tilt, so that the number of reciprocal revolutions is now 180 per minute. (3) Eight pipettes can be shaken at the same time. (4) Each pipette holder is numbered to assist in the identification of pipettes. (5) A light indicates when the machine is in circuit. (6) The cost is estimated at less than that of the previous model.
